Introduction
============

Percutaneous coronary intervention with drug-eluting stents is a well-established method for the treatment of coronary artery disease.[@b1-ijn-13-1761] Stents coated with sirolimus have been proven to prevent neointimal formation/restenosis after stent deployment, which is mainly via its inhibitory effect on the proliferation of vascular smooth muscle cell (VSMC).[@b1-ijn-13-1761],[@b2-ijn-13-1761] However, because sirolimus could obstruct the mobilization and differentiation of endothelial cells, sirolimus-coated stents might impair re-endothelialization and increase the incidence of late stent thrombosis.[@b3-ijn-13-1761],[@b4-ijn-13-1761] Clinically, the main strategy in preventing late stent thrombosis is to prolong dual antiplatelet therapy, which might impart the risk of lethal bleeding.[@b5-ijn-13-1761]--[@b7-ijn-13-1761] Furthermore, long-term antiplatelet usage is still problematic in certain clinical conditions, such as patients who have recently undergone surgery or have coagulopathy or recent stroke, wherein they suffer from acute coronary syndromes when preparing for coronary interventions.[@b5-ijn-13-1761]--[@b7-ijn-13-1761] Conceivably, there is a need to develop potential drugs that could overcome the abovementioned hurdles.

Propylthiouracil (PTU), independent of its antithyroid effect, has also been found to possess anti-atherosclerotic properties.[@b8-ijn-13-1761] Our previous studies demonstrated that PTU could inhibit VSMC proliferation, modulate the VSMC phenotype, and suppress neointimal formation in balloon-injured rat carotid arteries.[@b8-ijn-13-1761]--[@b10-ijn-13-1761] Accordingly, PTU may be applicable in the clinic for the prevention of restenosis after balloon injury. However, systemic administration of PTU is impractical because it would result in hypothyroidism. To prohibit this systemic effect, this study used a biodegradable polymer -- poly([d,l]{.smallcaps})-lactide-co-glycolide (PLGA) -- for coating a commercially available stent together with PTU to test its potential effects on platelet adhesion, re-endothelialization, and neointimal formation after vascular injury. PLGA is a synthesized, biodegradable, noncytotoxic copolymer, and it can constitute a stable and locally released system without accumulating in vital organs.[@b11-ijn-13-1761] Moreover, the in vivo observation was verified in cultured VSMCs and endothelial cells.

Materials and methods
=====================

Production of PTU-coated stent
------------------------------

The commercially available PLGA (Resomer RG 503, Boehringer, Mainz, Germany) in this study contained a lactide:glycolide ratio of 50:50 with a molecular weight of \~33,000 Da, as measured by a gel permeation chromatograph equipped with a Waters 2414 Refractive Index Detector. PTU and 1,1,1,3,3,3-hexafluoro-2-propanol (HFIP) were purchased from Sigma-Aldrich (St Louis, MO, USA). The electrospinning setup of this study consisted of a syringe and needle (internal diameter 0.42 mm),[@b11-ijn-13-1761] a ground electrode, a metallic pin (diameter 0.95 mm) mounted on a motor, and a high-voltage power source. The needle and metallic pin were connected to the high-voltage power source, which generated positive direct current voltages and currents of up to 35 kV and 4.16 mA/125 W, respectively. The motor was set to rotate at 10 × *g*. To electrospin the nanofibers, a predetermined weight ratio of PLGA and PTU (240 mg/40 mg, w/w) was first dissolved in 1 mL HFIP. The solution was then delivered and electrospun by a syringe pump with a volumetric flow rate of 3.6 mL/hour to obtain nanofibrous tubes on a metallic pin. The distance between the needle tip and the ground electrode was 10 cm, and the positive voltage applied to the polymer solutions was 17 kV. All electrospinning experiments were conducted at room temperature. After electro-spinning, we crimped the electrospun nanofibrous tube on the outside of commercially available Gazella bare-metal stents (each measuring 2.75×11 mm^2^, Biosensors International, Morges, Switzerland) by hand to produce hybrid PTU nanofiber-mounted stents. All of these stents were placed in a vacuum oven at 40°C for 72 hours to evaporate the solvents before use.

Platelet adhesion at nanofibers
-------------------------------

Blood from a healthy rabbit was mixed with 3.2% sodium citrate at a ratio of 9:1 blood/sodium citrate at 22°C. Platelet-rich plasma (PRP) was obtained from the blood mixture by centrifugation at 150 *g* for 10 minutes. The platelet concentration in the PRP was 2×10^5^ cells/μL as measured by a semi-automated hematology analyzer (SYSMEX F820). The platelet suspension (50 μL; \~1×10^7^ platelets) was incubated on the surfaces of nanofibers that were either plain or coated with PTU at 37°C for 3 hours. The fibers were then washed three times with phosphate-buffered saline (PBS), fixed with 1% glutaraldehyde, immersed in PBS, and placed to stand in a fixature for 60 minutes at 4°C.

In vitro release of PTU
-----------------------

An elution method was used to detect the in vitro release of PTU from the nanofiber. The nanofiber coated with PTU (25 μg/mm^2^) was placed in a glass test tube that contained 1 mL PBS (0.15 mol/L, pH 7.4; one sample per test tube) at 37°C for 24 hours. The eluent was then collected and analyzed daily for 28 days.

The PTU concentration in the eluent was determined using a high-performance liquid chromatography (HPLC) assay as described.[@b8-ijn-13-1761] The HPLC analysis was conducted on a Hitachi L-2200 Multisolvent Delivery System. A SYMMETRY C~8~ (3.9 cm×150 mm HPLC column; Waters) was used for the separation of PTU. The mobile phase contained 0.01 mol/L heptanesulfonic acid (Fisher Scientific U.K. Ltd.) and acetonitrile (85/15, v/v; Mallinckrodt, St. Louis, MO, USA). Absorbency was monitored at a wavelength of 254 nm with a flow rate of 1.4 mL/min. All experiments were conducted in triplicate, and the sample dilutions brought the unknown concentrations into the range of a standard curve. A calibration curve was made for each set of measurements (correlation coefficient \>0.99). The elution product was identified and quantified with a high degree of sensitivity using the HPLC system.

Surgical procedure and animal care
----------------------------------

Adult, male, New Zealand white rabbits (n=24; mean weight of 3.5±0.3 kg) were housed in individual cages in a temperature- and light-controlled room and given standard rabbit chow ad libitum with free access to sterilized drinking water. All animal procedures had been institutionally approved, and all of the studied animals were cared under the supervision of a licensed veterinarian according to the regulations of the National Institute of Health of Taiwan. All animal experiments were reviewed and approved by the Chang Gung Memorial Hospital (permit no 2015050601).

Rabbits were sedated and anesthetized by a muscular injection of xylazine (9.3 mg/kg), and by administering Zoletil 50™ (tiletamine--zolazepam 10 mg/kg) and oxygen (2 L/min) through a face mask. A 5F sheath was inserted into the right femoral artery using the puncture technique. Hybrid stents on which nanofibers were loaded with PTU (25 μg/mm^2^ with total doses of 1,250 μg) were mounted.

Rabbits were separated into two groups: Group A (n=12) received hybrid stents loaded with PTU and Group B (n=12) received hybrid stents without drug loading. Rabbits firstly underwent endothelial denudation using a 3.5×20 mm Maverick™ balloon (Boston Scientific, Maple Grove, MN, USA) in the descending abdominal aorta to cause a balloon injury. The balloon was passed over a 0.014-inch guide wire, moved into the thoracic aorta, inflated to nominal pressure (8 bars with 50% \[v/v\] contrast/saline), and withdrawn in a retrograde manner to the low descending abdominal aorta. The same procedure was repeated three times. Hybrid stents were then deployed in the descending abdominal aorta. Post-procedural angiography was undertaken to document the vessel patency. To comply with institutional regulations, all rabbits were administered aspirin (40 mg/day) orally 24 hours before the catheterization and this was continued throughout the in-life phase. Furthermore, a single dose of intra-arterial heparin (150 IU/kg) was administered upon catheterization.

The stented vessels were collected at 3 (n=6) and 8 weeks (n=6) after deployment and sent for microscopic and histological examinations. Each anesthetized animal was exsanguinated by left ventricular puncture, perfused with lactated Ringer's solution, and given a lethal dose of lidocaine (100 mg/kg). Explanted vessels were flushed with lactated Ringer's solution, fixed, transversely sectioned, and stained with hematoxylin and eosin. The intimal thickness was measured for each cross section at the middle of the stenting area and recorded from 24 stented arteries in 12 animals at Week 8.

Microscopic observation
-----------------------

The stented vessels were longitudinally bisected to expose the luminal surface and photographed. Vessels were rinsed with 0.1 mmol/L sodium phosphate buffer (pH 7.2±0.1) and subsequently fixed in 1% osmium tetroxide for 30 minutes. Vessels were then dehydrated in a graded series (50%, 60%, 70%, 80%, 90%, and 100%) of ethanol. After drying, vessels were mounted, sputter-coated with gold, and observed under a scanning electron microscope (SEM; Hitachi S-3000N, Tokyo, Japan).

Low-power photographs of the luminal surface, magnified 35×, were taken to estimate the degree of endothelialization at the implant. Serial en face SEM images were obtained at low power (35×) and digitally assembled to generate a complete view of the entire stent surface. The images were further enlarged (1,000×) for direct visualization of the endothelial cells. The extent of the endothelial surface coverage above the stent struts was traced and measured using ImageJ software (National Institutes of Health, Bethesda, MD, USA).[@b12-ijn-13-1761] At least five random areas were chosen to calculate the degrees of cell coverage and expressed as endothelial coverage percentages.

Histological examination
------------------------

A semi-quantitative scoring approach was used to evaluate the degree of inflammation and vascular injury[@b13-ijn-13-1761] -- briefly, inflammation score (0=none; 1=mild, including minimal infiltrated inflammatory cells; 2=moderate; and 3=severe with large clusters of inflammatory cells with granulomatous morphology); vessel injury score (0=strut not in contact with internal elastic lamina \[IEL\]; 1=strut in contact with IEL and profile in the neointima; 2=strut penetrates IEL with profile in media; 3=strut penetrates media and is in contact with external elastic lamina; and 4=strut is in the adventitia). The score for each strut was averaged to obtain the mean score for each of the 72 histological sections from 24 stented arteries in 12 animals at Week 8.

Western blotting
----------------

Western blotting was undertaken as described previously.[@b8-ijn-13-1761]--[@b10-ijn-13-1761] Equal amounts of protein in the sodium dodecyl sulfate-polyacrylamide gel electrophoresis (SDS-PAGE) sample buffer was sonicated and subjected to electrophoresis on 8% SDS-polyacrylamide gels. After being transferred to polyvinylidene difluoride membranes (Stratagene, Amsterdam, the Netherlands), proteins were incubated with primary antibodies against the platelet and endothelial cell adhesion molecule-1 (PECAM-1, Abcam \#124432, Cambridge, UK), phospho-endothelial nitric oxide synthase (p-eNOS; Ser1177, Abcam \#184154), endothelial nitric oxide synthase (eNOS; BD \#610299, Franklin, NJ, USA), and tubulin (Santa Cruz Biotechnology, Dallas, TX, USA). Signals were detected by ECL-detection (Amersham, the Netherlands) and quantified by densitometry.

Thyroid function measurement
----------------------------

The thyroid function of the rabbits was measured with a Rabbit Thyroid Stimulating Hormone (TSH) ELISA Kit (Cubasio) according to the manufacturer's instructions. Sera of rabbits were collected both before and 8 weeks after stenting.

Cell culture
------------

Human VSMCs and umbilical vein endothelial cells (HUVECs) were purchased from the American Type Culture Collection (PCS-100-101™). In all experiments, cells between the fourth and seventh passage were used and cultured on conventional uncoated dishes. PTU was dissolved in 100% dimethysulfoxide (DMSO) at final concentrations of 0.05--5 mmol/L. Cells were treated with 1% DMSO as a vehicle.

Cell proliferation assay
------------------------

The proliferative activities of VSMCs and endothelial cells were determined by a BrdU incorporation assay.[@b14-ijn-13-1761],[@b15-ijn-13-1761] After 24 hours of serum deprivation, cells were incubated with BrdU for 16 hours. Incorporation of BrdU into cells was detected by an ELISA detecting kit (Roche, Mannheim, Germany) according to the manufacturer's instructions.

Cell migration assay
--------------------

A Transwell filter chamber (Corning Costar) with 8.0-μm pore size was used for migration assay. Cells were seeded at a density of 5×10^5^ cells per filter. To initiate the chemotaxis assay, cells in 200 μL Dulbecco's Modified Eagle's Medium (DMEM) without FBS were added to the upper chamber, and the bottom chamber was filled with 600 μL DMEM plus 10% FBS as chemotaxis factor for cell movement. Cells were allowed to migrate at 37°C for 6 hours. Cells on the lower aspect of the filter membrane were stained with Liu's stain. The total filter membrane was divided into six fields. Each field was randomly photographed and counted.[@b16-ijn-13-1761]

Platelet adhesion on endothelial cells
--------------------------------------

Isolated platelets from the blood bank were fixed in 4% glutaraldehyde solution for 1 minute at 2°C--8°C. After a PBS wash, platelets were stained in Sudan Black B solution (Sigma) by immersion for 5 minutes. After staining, platelets were washed with PBS and at 1,200 × *g* for 5 minutes. Platelets were counted using a hemacytometer and resuspended at a concentration of 5×10^7^ platelets/mL in PBS. This platelet suspension (200 mL/well) was added in a 24-well plate. Platelets were then allowed to adhere to confluent endothelial cells at 37°C for 30 minutes. Later, nonadherent platelets were removed by a gentle wash with PBS. Adherent platelets stained with Sudan Black B were extracted with 200 mL DMSO/well. After 20 minutes on a shaker, the OD~595~ was recorded on a microplate reader spectrophotometer.

Nitric oxide (NO) measurement
-----------------------------

Intracellular NO levels were evaluated with 4, 5-diaminofluorescein diacetate (DAF-2DA) staining. Briefly, HUVECs were cultured on six-well plates and grown under 90% confluence. HUVECs were then pretreated with or without N^G^-monomethyl-[l]{.smallcaps}-arginine ([l]{.smallcaps}-NAME; 1 mmol/L) for 30 minutes. PTU (5 mmol/L) was then added to HUVECs for 2 hours and incubated with 10 μmol/L DAF-2DA for 30 minutes at 37°C. Fluorescence was measured using a confocal microscope (Leica TCS SP2, Wetzlar, Germany) with excitation at 488-nm argon laser, and emission was recorded using a long-pass \>530-nm filter set to acquire two-dimensional images (512×512 pixel). The relative change of fluorescence intensity was processed with MetaMorph.

Co-immunoprecipitation
----------------------

After 24 hours of serum starvation, HUVECs were treated with or without PTU (5 mmol/L) for 24 hours. The cells were harvested with lysis buffer (25 mmol/L Tris-HCl \[pH 7.6\], 0.3 mol/L NaCl, 1.5 mmol/L MgCl~2~, 0.2 mmol/L EDTA, 0.5% Nonidet P-40, and 0.5 mmol/L dithiothreitol) and immunoprecipitated with either anti-eNOS (BD \#610299) or anti-heat shock protein (hsp)- 90 antibody (Cell Signaling Technology \#4874). After incubation with 25 μL protein G-agarose beads for 1 hour, beads were collected, washed three times, and resuspended in SDS sample buffer. The immunocomplexes were resolved by SDS-PAGE and analyzed by Western blotting analysis with either anti-hsp90 or anti-eNOS antibody.

Statistics and data analysis
----------------------------

All data are presented as mean ± standard error (SE). Differences between two groups were tested using unpaired *t*-tests (for continuous variables normally distributed), or Mann--Whitney *U*-tests (for continuous variables that violated the assumption of normal distribution). For multiple groups without repeated measures, one-way ANOVA with the post hoc Scheffe test was used. Two-way ANOVA models, followed by post hoc Bonferroni test, were applied to compare VSMCs and endothelial cells. Differences were considered statistically significant at *p*-value \<0.05. SPSS version 17.0 (for Windows; SPSS Inc, Chicago, IL, USA) was used for data analysis.

Results
=======

In vitro assessment of hybrid stent/biodegradable nanofibers
------------------------------------------------------------

This study used electrospinning to fabricate hybrid stents and generate PTU-loaded nanofibers ([Figure 1A](#f1-ijn-13-1761){ref-type="fig"}). The diameters of the electrospun PLGA/PTU nanofibers ranged from 112 to 622 nm, with a mean diameter of 246±104 nm ([Figure 1B](#f1-ijn-13-1761){ref-type="fig"}).

The in vitro release behavior of the hybrid stents/drug-eluting nanofibers was determined by an elution method and an HPLC assay. The daily release of PTU from the nanofibers ([Figure 2A](#f2-ijn-13-1761){ref-type="fig"}) and its accumulated release curves ([Figure 2B](#f2-ijn-13-1761){ref-type="fig"}) were plotted. The hybrid stents exhibited a biphasic release pattern with an initial burst release for the first 4 days followed by a rather stable daily release (6--12 μg/mL) until \~3 weeks.

In vitro observation of platelet adhesion in the stent
------------------------------------------------------

The influence of PTU-loaded nanofibers on platelet adhesion was examined in vitro. [Figure 3](#f3-ijn-13-1761){ref-type="fig"} displays the photographs of the nanofibers to which platelets had adhered. Platelets adherence to the nanofibers loaded with 25 μg/mm^2^ PTU was significantly lesser than to those without PTU loading (4,800±1,671/mm^2^ vs 23,600±4,558/mm^2^, *p*\<0.001) after 3 hours of platelet exposure ([Figure 3](#f3-ijn-13-1761){ref-type="fig"}).

In vivo animal studies
----------------------

All animals survived and had no evidence of infection during the in-life phase of the study. PTU-treated vessels had much thinner intima than controls (47±4.9 μm vs 288±22 μm, *p*=0.01; [Figure 4](#f4-ijn-13-1761){ref-type="fig"}). The vascular inflammation and injury scores were comparable in both groups at Week 8 after stent implantation (inflammation in Group A: 0.23±0.12, Group B: 0.25±0.11; injury score in Group A: 1.45±0.25, Group B: 1.46±0.22, respectively). Furthermore, the serum level of TSH was similar for both groups at Week 8 (Group A: 9.4±0.5 μIU; Group B: 8.4±0.9 μIU, *p*=0.22), excluding the systemic effect of PTU during local application.

The endothelial coverage was observed and is shown in [Figure 5](#f5-ijn-13-1761){ref-type="fig"}. At Week 3, re-endothelialization onto the surface of struts was variable in both groups, but with significantly greater coverage in Group A (97.8%±1.4%) than in Group B (85.2%±3.3%; *p*\<0.05).

Effect of PTU on endothelial cell function
------------------------------------------

Because our in vivo data indicated that PTU might have a protective effect on re-endothelialization, the next experiments were designed to evaluate the effect of PTU on endothelial cell function in vitro. Firstly, the inhibitory effects of PTU on proliferation and migration were more prominent in VSMCs than in endothelial cells ([Figure 6](#f6-ijn-13-1761){ref-type="fig"}). Furthermore, treatment of endothelial cells with PTU reduced the expression of the adhesion molecule (PECAM-1;[@b17-ijn-13-1761] [Figure 7A](#f7-ijn-13-1761){ref-type="fig"}), which translated to decreased platelet adhesion at the surface of confluent endothelial cells ([Figure 7B](#f7-ijn-13-1761){ref-type="fig"}). Finally, it has been indicated that endothelium-derived NO may suppress platelet adhesion and be recognized as a crucial marker of endothelial cell function.[@b18-ijn-13-1761] Although our previous study has shown that PTU could promote NO production in isolated rat aortas,[@b19-ijn-13-1761] we next determined whether the relevant findings were verified in cultured endothelial cells, especially focusing on eNOS activity. Generally, eNOS synthesizes NO and its activity is regulated by reversible phosphorylation and the association with other proteins, such as hsp90.[@b20-ijn-13-1761]--[@b22-ijn-13-1761] Consistently, we found that PTU increased the production of NO ([Figure 8A](#f8-ijn-13-1761){ref-type="fig"}), enhanced the phosphorylation of eNOS (Ser1177; [Figure 8B and C](#f8-ijn-13-1761){ref-type="fig"}), and triggered an interaction between eNOS and hsp90 in endothelial cells ([Figure 8D](#f8-ijn-13-1761){ref-type="fig"}).

Discussion
==========

We have successfully manufactured PTU-eluting stents, implanted them in injured aortas of rabbits, and maintained a stable release of PTU for 3 weeks. This study has some novel findings. Firstly, PTU-coated stent markedly decreased neointimal formation induced by vascular injury. Secondly, the PTU coating reduced platelet adhesion on the surface of biodegradable membrane, which was reflected by the decreased expression of adhesion molecule in PTU-treated endothelial cells. Thirdly, the PTU coating enhanced re-endothelialization of the injured aorta. Fourthly, PTU exerted a less suppressive effect on endothelial cell proliferation and migration, which may provide better endothelial protection. Finally, PTU could not only promote NO production but also induce eNOS activation, supporting the protective role of PTU in endothelial function. Taken together, these findings imply that the local release of PTU by intravascular stent may suppress neointimal formation after vascular injury, accelerate vascular repair after barotrauma, and prevent acute thrombosis at the stenting lesion.

This is the first study to demonstrate the beneficial effect of locally released PTU -- a medication used to treat hyperthyroidism -- on vascular response to injury or stenting. Our previous studies show that PTU possesses an inhibitory effect on VSMC proliferation and migration,[@b8-ijn-13-1761] both of which may contribute to the pathogenesis of atherosclerosis and neointimal formation. This study further confirms that this effect seems to be comparable with both systemic administration and local application. These findings provide a valuable implication that PTU may prevent restenosis after balloon injury by coating of the stent. This approach may successfully prohibit the systemic hypothyroid effect of PTU.

Furthermore, this study showed the inhibitory effect of PTU on platelet adhesion in vitro. Although PTU usage is associated with thrombocytopenia via various possible mechanisms,[@b23-ijn-13-1761] the involvement of PTU in platelet adhesion has never been reported. The adhesion of platelets on the endothelium plays an important role in triggering acute thrombosis after angioplasty.[@b3-ijn-13-1761],[@b4-ijn-13-1761],[@b24-ijn-13-1761] Although the exact mechanisms behind how and why PTU affects platelet functions are still unknown, there are some possible explanations for this effect. Firstly, our present and previous studies show that PTU could enhance the production of NO[@b19-ijn-13-1761] -- a molecule reported to inhibit leukocyte/platelet--endothelium adhesion[@b18-ijn-13-1761],[@b25-ijn-13-1761] -- in the rat aorta. Secondly, although we have found decreased expression of the adhesion molecule in PTU-treated endothelial cells, further studies are needed to evaluate the effect of PTU on other platelet functions such as aggregation. Finally, PTU is an anti-inflammatory agent that is beneficial for its treatment in Graves disease.[@b26-ijn-13-1761] Although we could not demonstrate the inhibitory effect of PTU on inflammation at the stenting region, the contribution of this anti-inflammatory action to the PTU-inhibited platelet adhesion may be also considered. Conceivably, our findings implicate that the PTU-coated stent may provide the beneficial effects of shorter antiplatelet usage and lower bleeding risk after vascular intervention.

Another important finding in this study is that the PTU-coated stent could promote re-endothelialization in injured rabbit aortas. The fact that the suppressive effect of PTU on proliferation and migration is more potent on VSMCs than on endothelial cells may partially explain this action of PTU. Furthermore, because the increase of NO/eNOS activity might result in accelerated endothelialization,[@b18-ijn-13-1761],[@b25-ijn-13-1761],[@b27-ijn-13-1761] a PTU-coated stent might act as an NO donor to provoke endothelialization. Finally, because inflammation at the balloon-injured site may hinder endothelialization,[@b4-ijn-13-1761] the possible involvement of the anti-inflammatory action of PTU in its effect on endothelialization may be taken into account. Due to the fact that early endothelialization may also prevent platelet adhesion and aggregation,[@b4-ijn-13-1761],[@b28-ijn-13-1761] our findings provide further evidence that PTU coating of stents may have the advantage of shortening antiplatelet therapy during clinical application.

The local concentration of PTU at the stenting region (6--12 μg/mL) falls within the blood concentration of humans who take a therapeutic dose of 300--600 mg daily (1--10 μg/mL; \~0.006--0.06 mmol/L).[@b29-ijn-13-1761] Conceivably, a PTU-coated stent may exert a local effect during clinical application. However, the concentration of PTU (1--10 mmol/L) used in vitro is much higher than the blood concentration. Our explanation for this discrepancy is that it may just reflect the acute effect of PTU on cultured cells.

This study has some limitations. Firstly, the function of platelet and the activity of NO/eNOS were not measured in vivo. The exact role of PTU in platelet function at lesion sites is still unknown. Secondly, denuded rabbit aortas without atherosclerosis were not equal to real lesions in humans. Thirdly, we did not undertake parallel comparisons between sirolimus -- a traditional drug used in the clinic to coat stents[@b1-ijn-13-1761],[@b2-ijn-13-1761] -- and PTU to evaluate their effects on endothelial cell and platelet functions. Finally, the follow-up period of 8 weeks may be too short to estimate the degree of restenosis or thrombosis. Further study is need to evaluate the long-term effect of PTU-coated stents on restenosis and thrombosis.

In conclusion, this study indicates that PTU can be released locally and steadily at injured arteries with some local effects but without systemic effects or side effects. Additionally, PTU may have some beneficial effects on neointimal formation, endothelial cell, and platelet function. We plan to investigate the long-term effect of locally released PTU on the prevention of restenosis and acute thrombus in large animals, which may potentially lead to a clinical trial in humans.
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![Morphology of nanofibrous membrane illustrated by scanning electron microscopy.\
**Notes:** Electrospun PLGA/PTU nanofibers is shown (**A**); magnification ×5000. The diameters of the electrospun PLGA/PTU nanofibers ranged from 112 to 622 nm (**B**).\
**Abbreviations:** PLGA, poly([d,l]{.smallcaps})-lactide-co-glycolide; PTU, propylthiouracil.](ijn-13-1761Fig1){#f1-ijn-13-1761}

![In vitro release of PTU.\
**Notes:** In vitro daily (**A**) and accumulated release (**B**) of PTU from the nanofibrous membrane. Each value represents the mean ± SE of three independent experiments.\
**Abbreviations:** PTU, propylthiouracil; SE, standard error.](ijn-13-1761Fig2){#f2-ijn-13-1761}

![Platelet adhesion test in vitro.\
**Notes:** Fabricated nanofibers with (**A**) or without (**B**) a PTU loading (25 μg/mm^2^) were immersed in platelet-rich plasma for 3 hours, and the platelets adherent to the fibers were then counted and averaged (**C**). Magnification ×500. Each value represents the mean ± SE of four independent experiments. \*Represents significant difference.\
**Abbreviations:** PTU, propylthiouracil; SE, standard error.](ijn-13-1761Fig3){#f3-ijn-13-1761}

![Neointimal formation in the descending aortas of rabbits after intervention.\
**Notes:** Representative photomicrographs of rabbit aortas with (**A**) or without (**B**) PTU loading (25 μg/mm^2^) at Week 8 are shown. Magnification ×100. Intimal thickness was counted and averaged (**C**). Each value represents the mean ± SE of measurements from six rabbits. \*Represents significant difference. Arrows denote the internal elastic lamina, and arrowheads denote the external elastic lamina.\
**Abbreviations:** PTU, propylthiouracil; SE, standard error.](ijn-13-1761Fig4){#f4-ijn-13-1761}

![Endothelial coverage and morphology of the endothelial cell layer.\
**Notes:** Endothelial coverage on stent struts with (**A** and **B**) or without (**C** and **D**) PTU loadings (25 μg/mm^2^) at Week 3 is shown. Magnification ×500. Percentage of endothelial coverage on stent strut was counted and averaged (**E**). Each value represents the mean ± SE of measurements from six rabbits. \*Represents significant difference.\
**Abbreviations:** PTU, propylthiouracil; SE, standard error.](ijn-13-1761Fig5){#f5-ijn-13-1761}

![Effect of PTU on proliferative and migratory activities of VSMCs and endothelial cells.\
**Notes:** (**A**) Proliferative activity was assessed by BrdU incorporation assay. After 24 hours of serum deprivation, cells were treated with indicated conditions for 16 hours. BrdU incorporation into cells was assayed. Each value represents the mean ± SE of six independent experiments. *p*\<0.05; \*represents significant difference among groups. (**B**) Migratory activity was assessed by using a migration assay chamber. After treatment with or without 5 mmol/L PTU for 6 hours, cells on the lower aspect of the filter membrane were fixed and stained with Liu's stain (pink staining; magnification 100×). (**C**) Each value (mean ± SE \[n=6\]) is determined by cell number on the lower aspect of filter membrane and expressed as a percentage of control. \*Represents significant difference.\
**Abbreviations:** EC, endothelial cells; VSMC, vascular smooth muscle cells; PTU, propylthiouracil; SE, standard error.](ijn-13-1761Fig6){#f6-ijn-13-1761}

![Effect of PTU on adherent activity of endothelial cells.\
**Notes:** (**A**) After 24 hours of serum deprivation, human umbilical vein endothelial cells were treated with the indicated conditions for 24 hours. The level of PECAM-1 was analyzed by Western blotting analysis using tubulin as an internal control. The relative expression level of PECAM-1 was quantified by densitometry and normalized to the control level, which was set at 1.0. Each value represents the mean ± SE of four independent experiments. *p*\<0.05; \*represents significant difference among groups. (**B**) Confluent endothelial cells were immersed in platelet-rich plasma for 30 minutes, and the platelets adhered to human umbilical vein endothelial cells were then counted and averaged. Each value represents the mean ± SE of four independent experiments. \*Represents significant difference.\
**Abbreviations:** DMSO, dimethysulfoxide; PECAM-1, platelet and endothelial cell adhesion molecule-1; PTU, propylthiouracil; SE, standard error.](ijn-13-1761Fig7){#f7-ijn-13-1761}

![Effect of PTU on NO/eNOS activity of endothelial cells.\
**Notes:** (**A**) Intracellular NO levels were evaluated with DAF-2DA staining. After 24 hours of serum deprivation, human umbilical vein endothelial cells were seeded on six-well plates and treated with or without 5 mmol/L PTU in the presence or absence of [l]{.smallcaps}-NAME. Fluorescence was measured and the relative change of fluorescence intensity was determined as described in the "Materials and methods" section. (**B**) After 24 hours of serum deprivation, human umbilical vein endothelial cells were treated with 5 mmol/L PTU for the indicated durations. The levels of p-eNOS (Ser1177) were analyzed by Western blotting using total eNOS as an internal control. (**C**) After 24 hours of serum deprivation, human umbilical vein endothelial cells were treated with indicated concentrations of PTU for 120 minutes. The relative expression level of p-eNOS (Ser1177) was quantified by densitometry and normalized to the control level, which was set at 1.0. Each value represents the mean ± SE of four independent experiments. *p*\<0.05; \*represents significant difference among groups. (**D**) Co-immunoprecipitation was undertaken using either anti-eNOS or anti-hsp90 antibody to immunoprecipitate cell lysates from growth-arrested human umbilical vein endothelial cells treated with or without 5 mmol/L PTU for 24 hours. The immunocomplexes were resolved by Western blotting with either anti-hsp90 or anti-eNOS antibody. The picture is a representative of three blots from three independent experiments.\
**Abbreviations:** DMSO, dimethysulfoxide; IB, immunoblotting; IP, immunoprecipitation; PTU, propylthiouracil; SE, standard error; L-NAME, NG-monomethyl-L-arginine; p-eNOS, phospho-endothelial nitric oxide synthase.](ijn-13-1761Fig8){#f8-ijn-13-1761}
